INTRODUCTION

GENERAL
This manual describes the design modifications and operating characteristics of the Neutron Barrel Counter (NBC). This drum counter will be used at TA-55 to determine the plutonium content of 200-e drums.
Los Alamos prepared the specifications and conceptual design of the drum counter. ! Jomar Systems/Canberra designed and built the counter. After fabrication, the counter was delivered to the Los Alamos National Laboratory for a program of performance measurements and acceptance testing, add-a-source (AS) installation, 2 initial calibration, software installation and checkout, and preparation of documentation. This manual describes the measured drum counter performance characteristics and the instrument settings required for operation and constitutes part of the documentation for the counter.
The system includes the following hardware:
• detector head, • Compumotor drive system for AS, • 252Cf source for the AS and normalization measurements, • electronics rack,°J SR-11 coincidence counting electronics, • personal computer, and • printer. Figure 1 shows a photograph of the drum counter with the door open. The interior well is 711 by 711 by 965 mm high and can easily hold a standard 200-2 drum, which can be loaded by rolling it along the fixed platform of rotating wheels as shown in the figure. The door is moved back and forth on its wheels by a motor positioned on top of the counter.
PHYSICAL DESCRIPTION
The counter has six banks of 3He tubes-one in each of the four sides and one on the top and bottom. The four vertical side banks each contain ten 914-mm-active-length 3He tubes, and the top and bottom horizontal banks each contain ten 508-mm-active-length 3He tubes. On one side of the counter is a panel with 10 numbered lights, each corresponding to one of the 10 AMPTEK channels. Table I lists the 10 channel numbers and the corresponding location of the AMVI'EKs inside the counter. Table II gives the characteristics of the 3He tubes.
Each of the six banks of 3He tubes is embedded in a 100-mm-thick slab of high-density polyethylene (CH2). Each bank is also shielded on the outside by another 100-mm-thick slab of CH2. Within the six detector banks, the 3He tubes are centered 4.16 cm from the inside edge of the CH2. The cadmium liners that Jomar Systems/Canberra normally places on the sample cavity walls and also between the detector slabs and the exterior CH2 shield were removed for the NBC modifications. The liners were removed to increase the detector's efficiency and to decrease the coincidence neutron background. The cadmium increases the coincidence background from cosmic-ray spallation reactions and its removal improves the sensitivity of the system for lowbackground applications. Figure 2 shows the front panel of the control box that the operator uses to open and close the door. To activate the door, the operator must hold down the "DOOR ENABLE" button as well as either the "OPEN DOOR" or "CLOSE DOOR" button. Once the door has reached its opening or closing limit, it will trigger the limit sensor, the appropriate "LIMIT" light on the control box will turn on, and the door will automatically stop. Just beyond the opening limit sensor is a second sensor that will stop the door in the event that the first fails to do so. In that situation, the "EMERGENCY LIMIT" light on the control box will turn on. Once the door has reached its limit, it can be moved only in the opposite direction.
DOOR OPERATION
COMPUTER HARDWARE
System interconnections between the computer, the JSR-11, the control box, and the drum counter are illustrated in Fig. 3 A 252Cf reference source was assigned to the NBC system. This source was'counted at the time of calibration and during subsequent use of the detector for normalization. The source, with an initial emission rate of 2.5 x 104 n/s, is adequate for at least 10 years in the NBC.
For convenience, the same source is used for both the normalization and the AS function. The normalization measurement is made with an empty chamber.
ANALOG ELECTRONICS
The NBC uses the fast-counting circuitry 4 based on the miniature AMPTEK hybrid chip. These chips are located near the end of the 3He tubes (see Fig. 4 ) and contain the preamplifier, amplifier, and discriminator circuits. Ten of these amplifier units are located in the top part of the six detector banks. The output signals from these 10 amplifiers are added and sent to the input of the shift-register board. The connection is made through the "external SR input" on the back panel of the JSR-11 shift-register.*
HIGH-VOLTAGE PLATEAU
The high-voltage (hv) plateau for the NBC 3He tubes is shown in Fig. 5 where the totals counting rate is plotted as a function of the hv bias on the detector tubes. The "knee" or start of the plateau is at 1630 V, and we set the operating voltage at 1660 V. A higher setting can result in a coincidence bias at high counting rates and increased gamma-ray sensitivity at high dose levels. The setting at 1660 V is not sensitive to gamma rays for dose levels up to -1 R/h at the surface of the drums.
MOISTURE SEAL
To avoid moisture buildup in the hv junction box of the detector, the box contains desiccant and the openings are sealed with silicone rubber. The humidity and degree of r loisture saturation in the desiccant can be read from outside the junction box. Also, the desiccant tubes can be exchanged for fresh tubes.
*Model JSR-11, JOMAR Systems, Los Alamos, NM 87544. 
MANUAL OPERATING CHARACTERISTICS
i i i
EFFICIENCY
The efficiency of the NBC system was measured using a calibrated 252Cf source in the detector. The results are listed in Table HI . We used a 252Cf source to measure a die-away time of 79 Its.
DETECTOR DEADTIME
The NBC uses the same basic electronics and amplifiers as does the HLNC-II. The dead time coefficient 6 is given by
where T is the measured totals rate in counts/s and a and b are constants given in Table III . The corrected counting rates are
and
DETECTOR DEADTIME (cont.) It is important to use the same dead-time coefficient for both calibration and assay so that any errors in the correction will cancel to a first approximation.
At very high counting rates (T > 1 MHz), a small positive bias appears in the dead-time corrected rates.
Our counting rates are expected to be less than 1 MHz, so we shall use the standard 4.5-kts predelay setting.
VERTICAL RESPONSE To determine sample positioning effects, we counted a 252Cf PROFILES point source at a variety of vertical and radial positions in an empty drum. The measurements were made using the (WDAS) detector 2 that has the same geometry as the NBC. The vertical profile measurements were made at a radius of 20 cm from th_ center of the 200-_ drum. The outside edge of the drum has a radius of 28 cm and the 20-cm radius is approximately the volume-averaged mean radius. That is, the drum volume inside 20 cm equals the volurhe outside 20 cm. 
NBC OPERATION MANUAL OPERATING CHARACTERISTICS
RADIAL PROFILES
For the radial profile, the 252Cf source was positioned at four different radial positions and three different vertical positions. Figure 7 shows the radial profile for the average of the three vertical positions. The vertical positions were 15, 35, and 55 cm above the bottom of the drum.
The multiplication-corrected reals profiles are not given because, for the waste drums, the multiplication-corrected rates are not used. This is because the multiplication is negligible and normally the ct parameter is unknown. 
MANUAL ADD-A-SOURCE PROCEDURE
ADD-A-SOURCE METHOD
The basis of the AS method is to measure the matrix perturbation to the counting rate from a small 252Cf source (2.5 x 104 n/s) on the outside of the sample and to use the information to correct for the matrix perturbation on the inside of the sample. For the present case, we have positioned the AS neutron source at three positions on the 200-g drum. Figure 8 shows a schematic diagram that illustrates the technique in which the AS neutrons originate from 252Cf and the sample neutrons originate from plutonium. The figure shows the location of the three positions on the bottom and side of the drum. The sample matrix has two primary effects on the neutrons: (1) energy reduction by scattering reactions, and (2) neutron absorption of the low-energy neutrons. The counter is designed with an optimum moderator (CH2) thickness to be relatively insensitive to the energy reduction; however, as the hydrogen density in the drum increases, the absorption process significantly reduces the measured neutron signal.
MANUAL ADD-A-SOURCE PROCEDURE ADD-A-SOURCE METHOD
(cont.)
To correct for the matrix perturbation on the neutron signal, the AS method measures each drum both with and without the 252Cf source on the outside of the drum. The measured quantities are TO, RO = Totals and reals rates from 252Cf for an empty drum.
T, R = Totals and reals rates from a sample drum without 252Cf.
T(Cf), R(Cf) = Totals and reals rates from a sample drum with the 252Cf.
The net 252Cf reals rate tbr the 252Cf and a loaded sample drum is
R(Cf) -R = R(net).
We use the ratio of the empty drum (after source decay correction) to the net loaded drum to make the matrix correction as follows:
Ro eAt -R-(-n-_ 1 =x, and the correction factor (CF) is defined as
where fix) is a polynomial function of x based on empirical measurements. The measured R for a drum is corrected to
give
ADD.A.SOURCE
The functional relationship between the AS perturbation CALIBRATION x and the volume averaged sample perturbationf(x) was determined empirically by measuring a large variety of matrix loadings with the AS. The matrix materials in the drums are listed in Table IV . Table VI gives the AS reals data for the three positions (see Fig. 9 ) on the drum. The ratio of each count to the average of the three positions can be used to flag discontinuities in the matrix loading. Position 1 (bottom of drum) picksup the hydrogen increase in the matrix with more sensitivity than positions 2 and 3 (side positions) because of the better geometric coupling to the bottom of the drum.
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ADD-A-SOURCE CALIBRATION
(cont.) The AS correction factor is derived from the volume averaged reals ratio for the empty drum over the matrix filled drum compared with the corresponding AS reals ratio. This data is given in Table VII. A plot of the volume averaged perturbations y vs the AS perturbation x is shown in Fig. 10 . The data point with the highest AS perturbation corresponds to a drum loaded with CH2 beads and vermiculite (p = p H = 0.0423 g/cm3). The hydrogen content in this drum is equivalent to 38% of the hydrogen content of water. from the shielded location shown in Fig. 11 to the drum by means of a Teleflex cable and Compumotor drive system. 5 Figure 12 shows the AS transfer motor. At the stopping point under the drum, a 5-cm-thick nickel reflector reflects additional source neutrons into the drum. On the side of the drum, 5-8 cm-thick graphite reflectors are used for the same purpose.
It is necessary to measure an empty drum at the time of calibration, and the resulting R0 value is stored in the computer for subsequent data evaluation.
Each unknown drum is placed into the counter, the door is closed, and the AS measurement is performed for-3 min. The 252Cf source is automatically removed from the detector and an~10-min passive neutron measurement completes the assay. All of the time intervals are adjustable in the computer parameter files. 
MATRIX STUDY RESULTS
To evaluate the error in using the AS correction tor the matrix materials listed in Table IV we used the fitted function f(x) to give CF= l +f (x) .
All of the measured R values were normalized to ttle empty drum case and corrected by CF.
The ratios and corrected results are listed in Table VIII and illustrated in Fig. 13 . The CF-corrected reals deviate from the empty drum with a standard deviation of only +1.7%. These same drums (except for wood and concrete) were used to determine thef(x) function so the results show the scatter of our CF calibration. However, after the CF calibration was established, -trums filled with concrete plus paper, concrete plus polyethylene, and wood were measured as unknowns and the corrected response (R • CF) was within 1% of the empty-drum case. A typical drum of organic waste is expected to have a hydrogen loading that is equivalent to PCH2 ---0.014g/cm 3, and thus the correction factor will be smaller than the present calibration range.
Future work will include additional matrix materials to help establish the accuracy of the AS method for a variety of matrix materials.
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MATRIX STUDY RESULTS
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PRECALIBRATION
Calibration measurements using small plutonium samples and MOX pellets were made at Los Alamos TA-35 before the installation of NBC at TA-55. The calibration range of interest for the waste drums is from zero to a few hundred grams of plutonium. Additional calibration measurements were performed at TA-55 after installation.
The specifications for the MOX pellets that we used for the Los Alamos calibration are listed in Table IX and the plutonium powder standards are listed in Because of the geometric variation of the counting efficiency, we used several positions for the standards and we used the volume averaged rates. Table XI gives the volume averaged reals rates for the standards and Fig. 14 
TA-35 RESULTS
There isnegl_multiplication in the standards so we fitted a linear_' =_c_on line that went through the origin. The Deming fitted_ration line is
where m is the 240pu-eff mass and I a = 17.69 counts/s • g 240pu-eff., and b = 6.42 x 10-5.
When matrix material is in the drum, the measured reals are corrected by
before they are fitted to the calibration line. The CF correction factor is applied to both the calibration standards and the assay samples. Thus, any error in CF is limited to matrix differences between the standards and the unknowns.
TA-55 CALIBRATIONS After the NBC was moved from TA-35 to TA-55 at LANL, the system was recalibrated using TA-55 standards. The efficiency change after the move was negligible. Fig. 15 shows a fit of the data using a quadratic function. 
TA-55 CALIBRATIONS (cont.)
The PuO2 powders are concentrated in the small cans so there is significant multiplication for the higher mass values. However for normal waste drums, the plutonium is spread over a much larger volume than the standard cans so the actual multiplication is negligible. Thus, we should use the straight line fit through the smallest two standards that gives a slope of 17.84 counts/s • g 24°pu-eff. This compares well with the TA-35 small-mass standardsthat gave a calibration slope of 17.64.
MULTIPLICATION
For the normal NBC application to 200-g drums using the add-a-source software (ADDASRC), there is no significant neutron multiplication (M = 1) and the assay results are based on the CF-corrected reals rates (no multiplication correction). The AS correction changes the R rates but not the T rates, so the CF invalidates any subsequent multiplication corrections.
However, if a high-mass multiplying sample is measured in NBC, the normal neutron coincidence counter software (NCC) can be used and the multiplication-corrected result is available. For this type of application, we have measured the multiplication constant for NBC using the small pellets listed in Table IX .
The result was
where a is the ratio of (a,n)/spontaneous fission neutrons. The coincidence gate was set at 128 gs and if the gate is reduced to 64 gs, P0 will be reduced by a factor of~1.4.
DETECTABILITY LIMIT
The detectability limit d (in grams of 240pu) at 3 standard deviations above background was calculated for the counter using the calibration curve and the equation For the coincidence mode, d = 1.89 mg of 240pu in the TA-35 shielded location; however, the detectability limit after installation will depend on the background rate at TA-55. Figure 16 shows a graph of the detectability limit vs the neutron coincidence background for NBC. The coincidence background is primarily from cosmic-ray spallation except for the case of a high totals background rate. When the totals rate T is high, then the accidental coincidence rate A can become large. The accidental rate can be calculated from
where G = the gate length in seconds.
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DETECTABILITY LIMIT (cont.) For example, a high totals background rate of 500 counts/s gives A = (500) 2 (128 x 10-6) = 32 counts/s, that is much higher than the cosmic-ray rate of -0.2 counts/s. For this example, a 64-1asgate should be used rather than a 128-1asgate. Additional external CH2 shielding is the most effective method to reduce a high room background (totals rate). For example 10 cm of CH2 will reduce the background by a factor of~10, and this gives a factor of~100 reduction in the accidental coincidence rate.6
The detectability limit is a function of the neutron coincidence background, and we have reduced our background by a factor of~1.8 by eliminating the cosmic-ray spallation events with high multiplicity. The cosmic-ray events can be counted as prompt charged-particle reactions in the detector tubes or as spallation-source neutrons that extend in time over the slowing-down time of the detector body.
The predelay (4.5 Its) eliminates the first category because the events are short lived and the predelay vetoes them from the coincidence gate. The spallation neutrons fall within the coincidence gate but often with high multiplicity. We use the data collection software to isolate the high-multiplicity events and to eliminate them from the data averages. We are currently using statistical techniques to accomplish this. In the future, we could use multiplicity electronics to eliminate these types of cosmic-ray events.
HYDROGEN DETERMINATION Because the neutron scattering, moderation, and absorption in the drum are dominated by the hydrogen content, we can use the AS measurement to determine the approximate hydrogen content in a drum. The data giver, in Table XIV have been graphed in Fig. 17 with the AS p.,-.rturbation(x) as a function of the hydrogen density (Ph). For comparison, full density (p = l) H20 has PH = 0.11 g/,:m 3. Thermal-neutron absorbers, such as boron, in the matrix have ahnost no effect on the measurement because the AS perturbation x is based on the ratio of R values. The 64 to 128-_s coincidence gate tbr R eliminates all neutrons that are at themlal energy inside the drum because the flight time to the 3He tubes is longer than the coincidence gate.
The method of neutron moderation has been used in many fields (for example, borehole logging) to determine the amount of hydrogen. The present application of AS to determine the hydrogen is new in that it uses neutron coincidence counting. This gives an important improvement to the hydrogen measurement because the coincidence timing criteria prevent the results from being dependent on the impurities that absorb thermal neutrons.
NORMALIZATION PROCEDURE The standard method of using a 252Cf source to correct for efficiency changes in the detector system should not be used when using the AS procedure. The AS correction factor (CF) picks up any efficiency changes in the detector system and automatically corrects the final result. However, the correction is based on the assumption that the efficiency change was from the matrix rather than the detector, thus the CF calibration would need to be rechecked.
SUMMARY
The NBC provides a sensitive (19.3% efficiency) and accurate method to measure plutonium in 200-e waste drums.
Other samples such as boxes that fit into the sample cavity can be measured as well as the drums. The sensitivity of the system will depend on the room background and the cosmicray spallation background at the measurement location. The accuracy will depend on the particular matrix type and the plutonium mass level.
For the typical drum-matrix loadings, the detector has been optimized to be insensitive to matrix changes. The detector wall thickness was chosen to give approximately the same counting rate for an empty drum and a drum containing 20 kg of combustible wastes such as paper and rags. As the matrix density increases, the AS correction is effective for correcting the measurement back to the calibration condition.
